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I - INTRODUCTION 

In 1968, a proposal was made to the National Science 
Foundation that the MIT Department of Naval Architecture 
and Marine Engineering undertake. a program of experimental 
study of unsteady hydrodynamic forces [1]. The proposal to 
the NSF advocated modaficatien of MIT's variable precspie 
water tunnel to permit measurement of propeller generated 
forces in six degrees of freedom. The proposal recommended 
the design and acquisition of a dynamic pressure trans- 
ducer and purchase of signal processing and analysis equip- 
ment for both shaft and pressure measurements. The NSF 
grant in response to this proposal provided funding for a 
two year program of investigation and equipment acquisition. 

Dr. Justin E. Kerwin eee project supervisor and 
Dr. Damon E. Cummings was a participating faculty member, 
Dr. Reinder Wereldsma, on a one year visit to the USA from 
the Ce eee ome rete Model Basin, was also a participating 
faculty member. 

Work on this project was undertaken by this investi- 
gator as a thesis topic late in the fall term of 1969. 
The primary goal piers thesis is to provide an operating 
Six degree of freedom propeller force measuring system. 
This goal is in partial fulfillment of the NSF grant. In 
meeting this immediate goal, consideration has been given 
GO the further goal of installing pressure measuring devices 
and incorporating them into the overall program of inves-~ 


tigation. 








Unlike most master's theses which treat a single 
well-defined subject in detail, this thesis treats a 
Single project in as much breadth in scope and depth of 
detail in specialized subject areas as is possible in a 
semester's work. The effort is an attempt to explore 
the requirements dictated by several academic and engineering 
disciplines and to successfully integrate these requirements 
in completing the project. 

One of the author's goals in the writing of this thesis 
is to assemble all that he has Learned about the project 
and to explain it so that successors on the project can use 
this thesis as documentation in performing their ovn work. 
Thus this thesis can serve as a single reference to answer 
questions concerning system construction and operation. This 
will permit other students to devote most of their time to 


. furthering their special projects. 








I] = THE N.i.v. PROPELLER TUNVEG 

The MIT propeller tunnel was built in 1938~-39 and 
provided a significant advance in propeller test facilities 
at that time [2]. Since then, several modifications have 
been made to the tunnel to extend its useful life, to make 
it more convenient to use, and to give it additional capabili- 
ties in keeping with current research needs. 
meneral Features. 

The tunnel is a closed return type and is approximately 
a 24 foot diameter square in shape. See figure I-1t. It 
Seccupres parts of the first and second floors of Buildings 
on the MIT campus. The smallest internal diameter is approx- 
imately 30 inches, but this gradually widens to a 60 inch 
maximum before narrowing egain to enter the test section. 

The tunnel cross section is circular except at the test 
section and in the tapered transition section. The transi- 
tion section narrows the 60 inch circular cross section to 
the 20 inch square test section. 

Mesting Facilities. 

The tunnel can provide water velocities in the test 
section up to 33 ft/sec and maintain any selected internal 
pressure from atmospheric (760 mm Hg) down to approximately 
140 mm He. 

The present propeller testing installation is normally 
operated in the range of 500-2000 RPM. Measurements can be 
taken on thrust up to 500 lbs and torque up to 500 in-l1bs on 
12 inch or smaller diameter propellers. These thrust and 


torque readings are accurate om A1b and = #in-lb respec- 
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tively. The two degree of freedom system uses a custom made 
Lebow dynamometer which has strain gage bridges for sensing 
elements. | 

| The test section Is accessible Via any Om ouUGgeidenticaL 
memerab] omleieices ee The windows are 2.0 inches 
baler by 4'/. 6 in. long and 15°/ 45 in. high and cover access 
holes measuring eo by 41'?/, «inches. They are readily 
€uit or drilled and are thus ideal for mounting experiments. 
One apparatus allows measuring six degree of freedom forces 
on Lifting surfaces, such as rudders or hydrofoils. Fittings 
are installed in the windows to accept Pitot tubes at several 
locations. 

The tunnel may also be operated with a free surface to 
test surface piercing hydrofoils or to simulate a miniature 
towing tank for small ship model testing. = 
'Propeller and Impeller Drive Systems. 

Nost of the original equipment iS still in use to 
provide tunnel water flow and drive the propeller test 
shaft. Some refinements have been added, but otherwise 
the original components have given satisfactory service for 
over 30 years. 

A 100 HP motor drives three DC generators. One of 
these, a 60 Ki¥ shunt wound generator, provides power for 
the 75 HP DC impeller drive motor The second, a 30 KW 
Shunt wound DC generator,provides power for the 40 HP pro- 
peller drive motor. The third is a 3 KW compound wound 


Meeeencrator and provides excitetion for both large DC 
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generators. 

A variable resistance vernier control system provides 
close control of both impeller and propeller RPM. A 60 
tooth gear mounted on the drive shaft immediately forward 
of the torque measuring device is used in conjunction with 
@ magnetic pickup (also of Lebow manufacture) to provide a 
60 pulse per revolution Bi onaile 

A similar device attached to the impeller drive shaft 
also provides a 60 pulse per revolution output. Either 
Signal may be fed to a Hewlett-Packard 5212A electronic 
‘counter. By using 60 pulses per revolution, the counter 
reads directly in RPM instead of RPS. 
Propeller Drive Shaft and Housing. 

The propeller drive shaft is a continuous length 
of stainless steel tubing which is supported at numerous 
points by teflon coated bronze bearings. The tubing 
has a 16 microinch finish obtained by a centerless grinding 
process to provide a very smooth surface to ride in the 
teflon bearings. This prolongs the bearing and snaft 
life and reduces the power needed to drive the shaft. Lubri- 
cation of the bearings is by water retained in the shaft 
housing. The shaft housing is made from stainless steel 
pipe sections joined by Sees een couplings which also 
serve as bearing housings. The shaft OUe ane congiate Ca 
three 36 inch long sections and three 18 inch long sections, 
The propeller end of the drive shaft is enclosed and 


Supported by a cast bronze housing. The taper from the 
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3.975 inch O«D. to the 24375 inch final Capeeteme cin ce tion 
a cosine function. The taper runs a distance.of approximately 
35 inches in the overall length of 39 inches of the housing 
section. It provides a very satisfactory inlet flow to the 
model propellers. | 

Because the tunnel is used for many different purposes, 
many of which do not employ the propeller testing shaft, it | 
is necessary to be able to retract the shaft from the test 
section. Jt is desirable to accomplish the retraction with- 
out draining the tunnel each time;completely removing the 
‘Shaft, and sealing the hole. This means that the shaft 
housing must have a seal at the drive end and the housing 
must have its own water supply for bearing lubrication. 

To allow easy passage of the shaft housing through 
the tunnel wall and through the honeycomb, the outer dia- 
meter of the pipe has been turned down .020 inches Beloe the 
nominal 4.0 inch 0.D. to make the outer surface smooth. 
Standard pipe comes with a rough finish. Water lubrication 
for the drive shaft bearings is provided by tap water kept 
in the assembled housing. Since all drive shaft components 
are of stainless steel or bronze, no special corrosion 
treatment is necessary. However, a small water pressure is 
kept on the housing to make up for loss of lubricating water 
when the tunnel is drained between experiments. This is 
done because loss of water from the housing could not be 
detected and running the shaft without water lubrication 


would have a disastrous effect on both the bearings and the 
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drive shaft. Small holes are drilled in the stainless 
steel shaft housing connecters to permit passage of lubri- 
' cating. water through the couplings. 

The original four~bladed bronze impeller is still 
used to provide water flow. It is Located in theylover 
level horizontal run in tne 30 incn diameter dection. It 
is immediately followed by straightening vanes to remove 
rotation from the water. 

Each 90° bend has several thin stainless steel turn- 
‘ing vanes with a non-symmetriceal cross section develoved 
from airfoil theory. The vanes have a low power loss and 
the resulting turbulence generated by rounding the corners 
is fine patterned and on the order of the turning vane 
spacing oe 

The 30 inch diameter widens out to 60 inches pene 
the water velocity and further reduce turbulence. The 
erect sought is similar to a stream dumping into a reser- 
Moir, After rounding a 90° bend the water is passed through 
a honeycomb of one inch diameter plastic tubes. 

The 60 inch diameter is then smoothly constricted to 
flow through the 20 inch square test section. The section 
area reduction is 7.07. The constriction speeds up the ° 
flow velocity and at the same time stretches out any re- 
maining turbulence. A quite smooth flow pattern results. 
The Variable Pressure System. 

Any pressure in the range of atmospheric to 140 mm 


can be maintained by the vacuum pump. The lower limit is 


a ae 








dictated by the vapor pressure of water -and small air leaks 
in the tunnel. Water vapor pressure at 60°F is ie Sine 

suction from the vacuum pump is taken at three points 
on the tunnel: (1) from the vacuum dome, (2) from the man- 
hole cover over the 60" horizontal section and (3) at the 
last 90° bend before entering the honeycomb. 

if the tunnel is completely filled with water, some 
water may be sucked into the vacuum line to the pump. This 
is trapped in a receiver tank. Suction by the pump is taken 
from the top of the tank, while a drain line is provided at 
the bottom of the tank. The drain line drops 35 feet and is 
kept below water in the building basement. No matter how 
good the tunnel vacuum, the water cannot be lifted 35 feet 
to the separation tank, nor can air enter the system because 
of the water seal. - i. 

The vacuum system is the primary means of removing 
dissolved gases from the tunnel. water. Dissolved oxygen 
Bo Cchnemically removed for corrosion protection of the ee 
steel walls, and other gases are removed by keeping the 
tunnel at reduced pressure for several hours. If this is 
not done, dissolved gases form bubbles at reduced pressures 


and obscure the viewing of experiments in the test section. 





The tunnel has a water storage tank of 1,380 galion 
foporoximately to452 ft-) capacity. This volume is suffic- 
ijent to hold the water drained from the tunnel in order to 
lower the water level below the floor of the test section. 
Water drained to the storage tank can be pumped back into 
the tunnel in about five minutes. 

The storage tank is both a convenience and a necess~ 
ty. Because some water can be removed from the tunnel and 
stored at ambient temperature conditions, the water temper- 
ature remains virtually constant in the tunnel, even over a 
series of drain and refill cycles. This permits continvation 
of an experiment a the same water temperature, or avoids 
the need to make temperature corrections in the results. 

In the course of setting up a new experiment and 
running it, it may be necessary to Brean down the tunnel 
to get access to the test section, refill the tunnel and 
make another trial run several times. Having the drain 
tank allows reusing the same water over and over. This 
factor alone saves’ time, since refilling the tunnel from 
the city water main requires nearly an hour. 

By uSing the same water repeatedly, it is necessary 
to treat it with sodium nitrite only occasionally to remove 
Gissolved oxygen. If fresh water were frequently added to 
the tunnel as make-up after partially draining down the 
system, large amounts of sodium nitrite would be used 


annually at a considerable cost in both dollars and man- 


Ones 





Mourns. 

Tunnel water must be deaerated, filtered to maintain 
Visibility in the test section and treated to inhibit cor-~ 
rosion; therefore, much time can be saved by reusing it. 
Such treatment is essential if good visibility is to be 
maintained in the test section, because dissolved gases 
readily form bubbles when the tunnel is operated at re- 
duced pressures. 

Thovgh some air is dissolved in the water which is 
cycled through the tank each time the tunnel is partially 
Grained and refilled, this amount of air (and oxygen) 
should be much less then that which would be introduced 
by refilling from the city water main. Since the only 
water surfaces exposed to air are in the storage tank and 
the tunnel, and the process does not involve much stirring 
of the water, aeration is minimized. 

| Addition of fully aerated water to the tunnel in the 
amount equal to the drain tank volume could potentiaily 
edd as much as 4.5 ft of dissolved air to the system. 
If treated tunnel water is caused to reach only 10-20 
percent saturation by draining to the tank and refilling, 


Omty .45 to .90 ft? of air is introduced. 
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Ili —- THE UNSTEADY PROPELLER FORCE WEASURING SYSTEM 
Generation of Propeller Forces. 

Circumferential Variations in the velocity field 
in which a propeller operates cause periodic variations 
in the lift and drag of each blade. The lift and drag 
variations on each blade generate periodic forces and 
moments which act on the propeller shaft and bearings. 
These changes in blade output also create changes in the 
pressure field surrounding the blade, but these pressure 
changes will not be discussed in-this report. 

The fundamental frequency of these force end mo- 
ment variations is known as the blade frequency and is 
given by | 
f, = RPM x N 
where N is the number of blades on the propeller and f, 
is the first harmonic. The character of the wake and 
the details of sanstencisiaa of a propeller may generate 
forces of a higher frequency. Such forces will generally 
occur at frequencies which are integral multiples of blade 
frequency. 

} Vibrations of individual blades will not in general 
be harmonics of blade frequency. Blade vibrations depend 
upon the geometry of the blade and are independent of the 
flow velocity field and the RPM. 

Calling the blade frequency the fundamental impli-~ 
citly assumes: 


1. each blade of a propeller is identical 
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ee at the same @, each blade will produce 
the same shaft and bearing ferces and moments 

The second assumption implies yet a third assumption: 

3. the flow condition in which the propeller 
is operating does not change with time. 

These conditions are definitely not met in the full 
scale ship propeller, but they can be closely approximated 
by a model propeller in a testing tunnel or tow tank. 

Although other types of tests not involving these 
assumptions can probably be performed by the six degree 
of freedom sensor, these are the central assumptions in 
the development of the data collection and analysis sys- 
tem. See figure IJII-1i for the estimated shape and magni~ 


tude of these forces. 
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Six Degree of Freedom Sensors. 

Six degree of freedom sensors have only become 
possible since the development of very small, highly 
sensitive strain gages. Prior to this development, only 
propeller thrust and torque could be measured. At first, 
purely mechanical systems were used. These were called 
balances because of the systems of levers and weights that 
were used to measure the forces and torques. Next, dyna- 
mometers were developed which could measure thrust and 
torque. The latest of these use strain gages similar to 
those employed in the six degree of freedom sensor discussed 
as a part of this thesis. | 

In the last few years, NSRDC Carderock [5] and the 
Netherlands Ship Model Basin [6] have developed six degree 
of freedom measuring systems for model propeller tests. 
The MIT system parallels both oReeee installations in 
principle, but differs significantly in execution because 
of the constraints of differing tunnel designs and the 
special operating needs of the respective institutions. 

In general, a six degree of freedom system must 
have the following characteristics: 

a. high signal to noise ratio output from strain 
gages. | 

b. no natural frequencies in the band of opera- 
tional frequency interest. It is highly desirable that 
there be no natural frequencies near the band of operation- 


al frequency interest. 
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ec. efficient data collection and analysis system. 

d. a precise timing pulse to mark eee eee of 
each shaft revolution to serve as a reference for measure- 
ment of forces and moments. | 

In addition, the following are highly desirable 
features: 

a. system must interface with the existing tunnel 
design without causing undue compromise in either the 
six degree of freedom system or the eee tunnel op- 
erating features. 

oe must of course cost less than or equal to the 
available funding to design and construct. 

c. must be reasonably simple to assemble, operate 
and disassemble, in order to permit use of the tunnel for 
other experiments. in 

These mandatory and desirable characteristics in~ 
volve conflicts and require that trade offs be made. A 
discussion of these trade offs follows. 

Signal to Noise Ratio One approach to getting a high signal 
to noise ratio is to use a strain gage mounting with a low 
eorine constant in each of the three Aare mons of deflec— 
tion so that low order forces will cause relatively large 
deflections of the gages. This approach is not feasible, 
Since high shaft "k's" are required to keep shaft natural 
frequencies outside of the operating range. Thus a stiff 
shaft must be accepted, even though this means that strain 
gage deflection and outputs will. be low. 


The development of signal averaging has made possible 
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the recovery of signals which are below noise level [7]. 
The process involves digitizing the signal at regular in- 
tervals and storing the result in a digital memory. The 
process is initiated by a timing pulse which is repeated 
once each shaft revolution. In order for the signal aver- 
aging to give accurate results, the timing pulse must be 
repeated exactly at the same 9 each revolution and the 
shaft RPM must be constant for the duration of the data 
eoiiection period, 

Because of the necessity for a stiff shaft, a com- 
bination of high amplification of strain gage outputs and 
Signal averaging are the approaches taken to getting a 
high signal to noise ratio. 
system Natural Frequencies. 

All moving mechanical systems have natural frequencies. 
At a natural frequency the amplitude of deflection is limi- 
ted only by the amount of damping in the system which acts 
to dissipate energy in that mode of vibration. 

In the case of the propeller shafting system, there 
are three possible modes of vibration — torsion, bending and 
compression. The same basic equation describes all three 
modes, but the constants involved are different. In all 
‘modes of vibration, the shaft has more ae a single degree 
of freedom, but for describing the none and their effects, 
a single degree of freedom model is sufficient. A more 
detailed analysis is contained in the appendix. The single 


degree of freedom differentiel equation is: 


NG 








+t 


MZ + Cz + Ka= FP Sintot - 
where Z = displacement 

M = mass or inertia 

C = damping constant 

K = spring constant 


We maximum amplitude of driving force or 
moment 


GJ = frequency of driving force or moment 
The solution to the single degree of freedom equation 
results in the relationship below which determines the 
system natural frequency. (This is the same for driven 


or free vibrations. ) 


Od, fx /iMi - (C/ 2M) 
If system damping is small, the second term under the 


radical is negligible and the expression for natural 


frequency is 


GW) = JK fi 
If the single degree of freedom model is retained 
for simplicity, the Same discussion of vibrations will 
serve to describe conditions for all three modes. It 
should be noted that the torsional natural frequencies 
will not be the same as the compression mode natural fre- 
quencies, nor the bending CC The degrees of eaeeon 


also may not be the same in all three modes. 
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The diagram below, figure III-¢, illustrates the 
behavior of a single degree of freedom system. Note that 
the presence of system damping reduces the response ampli- 


tude as resonance is approached. 
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FIGURE III -2 
. In a dynamic force measuring system, the behavior ofr 
the phase angle between the applied force and the system 
response also becomes an important factor. As shown in 
-figure III-2, a large amount of system damping causes the 
phase angle to change rapidly as a resonant frequency 1s 
approached, With no system damping, the phase angle. stays 


at O°-until resonance at which time it flips to 180°. 
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A knowledge of phase angle behavior is vital to 
achieving accurate results. <A minimum amount of system 
damping is desired in order that the phase angle remain at 


or near zero. 
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FIGURE III -3 
Thus. damping has a favorable effect on vibration 
amplitudes, but an unfavorable effect on the phase angle 


behavior. 
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The measuring unit shaft is machined from type 303 
stainless steel and has a maximum diameter of 2.07 inches, 
and a length overall (not including mating taper) of 
12.25 inches. One end is tapered to accept NSRDC model 
propellers and the other is tapered to mate with the 
Raywhee) . } 

The strain gage bridges are located immediately pe 
stream of the propeller mounting taper and the leads are 
fed through a hollow shaft to the solid state amplifiers. 
The six amplifiers are located in a centerline section 
which is .875 inches in diameter and approximately 3.25 
inches long. They are potted for physical protection and 
waterproofing. 

The reference timing pulse is supplied by a Foto- 
fet assembly mounted on the measuring unit shaft. The 
neon bulb and photosensor rotate with the shaft while the 
timing slit is held fixed by ball bearings which ride in 
slots machined in the LiyWwie ole eOuSiae. wee pba tepear igs 
permit movement of the entire shaft assembly fore and aft 
by a little more than 4% inch but keep the assembly rigid 
in the direction of rotation. 

It was necessary to make the rotor and stator into a 
Single assembly to maintain a close tolerance clearance be- 
tween them. A small and very constant separation between 
the bulb, slit and photocell is required to provide a epenee 


with a constant amplitude and a period coinciding exactly 
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With the shaft revolution period. 

The flywheel is machined from type 303 stainless 
steel. It has an outer diameter of Beaeos ~005 inches 
and an inner diameter of 1.45 inches. At each end there 
isa tapered bore to provide an exact centering and align- 
ment with the drive shaft and measuring vnit shaft. 

The approximate weight of -the flywheel is 27.5 pounds. 
The size and material give a rotational inertia of 0.0842 
slug-in® and a bending inertia of 0.0421. 
| A special thin walled tubing was used for the fly- 
wheel housing to allow the flywheel to have the maximum 
possible outer diameter. The housing wall thickness is 
only .188 inches to allow a eae of .112 inches be- 
tween the flywheel and the inner wall of the housing. A 
- Much higher flywheel inertia would be desirable in order 
to isolate the sensor as much as possible from external 
sources of vibration, but to do so omienere required 
a choice enue: 

ae adlarger shaft housing diameter and the 
necessary enlargement of the insertion hole in the tunnel 
wall and the support hole in the honeycomb. These modi- 
Peet ions are not compatible with the present two degree 
of freedom system. 

b. <A larger shaft housing near the end of 
the shaft, but retention of four inch 0O.D. for the drive 


shaft housing. This would perhaps create a hydrodynamic 
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problem in the inlet flow to the propeller and would make 
the assembly of the flywheel and tailshaft a complex and 
difficult task, since assembly would have to be done within 
the test section, 

The Drive Shaft and Housing. 

‘The drive shaft is a single piece of stainless steel 
tubing approximately 172 inches long. The outer diameter 
is 1.75 inches and has been given a 16 microinch finish by 
a centerless grinding process. This surface finish pro- 
vides a smooth bearing surface for long bearing and shaft 
life as well ae enoorn operation. 

A special effort was made to procure a tubing section 
that was at or slightly over the manufacturer's specifica-— 
tion for maximum diameter so that the shaft would be pro- 
perly sized after the finish treatment. It is necessary 
to surface polish the entire shaft length so that any por- 
tion may be used as a bearing surface. This eases assem— 
bly because some of the bearings must be slid over the 
shaft for a distance of up to one-half of the shaft length. | 
Also; in case an area intended for a bearing is undersized, 
the shaft can be exchanged end for end and the undersized 
area located to a new position in between the bearings. A 
slightly over length section of tubing was purchased to aid 
in making adjustments of this sort, since the shaft can be 
custom fitted by cutting a little off of one end or the 
other. | 


Stainless steel pipe with a surface finish or tubing 
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with a smooth ae naee will be used for the shaft housing. 
The joining sections will be machined from brass or bronze 
instead of stainless steel. Stainless steel on stainless 
steel tends to gall epaeiees assembly and disassembly very 
difficult. Stainless steel on brass makes a very satisfac- 
tory threaded joint. 

The bearings used in the six degree of freedom shaft 
are of teflon coated mild steel rather than bronze as be- 
fore. The bronze was preferred but covld not be procured 
in the small quantity required. This means that instead of 
using tap water for lubrication, the water in the shart 
housing must also be treatea with sodium nitrite. 

The shaft could be made free flooding with the 
tunnel except that the section forward of the flywheel 
which contains the Fotofet must be kept dry. A lubrica- 
tion scheme similar to that used with the two degree of 
freedom shaft should suffice. pee Pinon TII-~- 6 

As in the two degree of cece Shaft housing, holes 
are drilled through the couplings to permit filling the 
housing with water. 

Torsional Vibration Mode. 

Torsion mode excitation is by fluctuation in pro- 
peller torque. Such fluctuation is normally at blade 
frequency at harmonics of blade frequency. The measuring 
unit shaft is made very stiff in torsion in order to keep 
the shaft torsion mode natural frequency well above the 


blade frequency and low order harmonics of blade frequency. 
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The purpose of the flywheel is to supply a vibration 
reference, or "ground" to the propeller and the sensor, 
An infinitely large flywheel ome successfully isolate the 
sensor from torsional excitation originating upstream from 
the sensor. <A very large flywheel inertia requires a very 
stiff shaft to have an acceptable natural frequency. 

If the flywheel inertia is large with respect to pro- 
peller inertia and is torsionally isolated from other exci- 
ting forces, a model like the one in figure III-7 is appli- 


cable. 





K) = SHAFT TORSIONAL STIFFNESS 
Jp = PROPELLER INERTIA se 
y= 





FIGURE III -7 
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The decision was made to keep the flywheel diameter 
small enough to fit within a 4 inch diameter housing to 
permit the entire shaft system to be inbencheneceme with 
the present two-degree of freedom shaft system. This 
decision limited the maximum possible flywheel diameter 
and inertia. Thus the propeller inertia is no longer 
neglible in esipeminen to the flywheel inertia. 


Now a model shown in figure III-8 must be considered. 





Je = FLYWHEEL INERTIA 





FIGURE III ~8 


See appendix C for estimated torsional natural 


frequencies with various propeller inertias. 
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Compressional Vibration Mode. 

As in the torsional case, the purpose of the flywheel 
is to isolate the sensor from as rest of the system. The 
difference between the propeller mass and the flywheel mass 
is much greater than the difference in rotational inertias 
(for 10 or 12 inch bronze propellers), so it follows that the 
flywheel should isolate compressive vibrations much more ef- 
fectively than torsional vibrations. 

The same equation and a similar model can be used to 


, describe the sensor-—flywheel compression mode behavior. 





K (My + Mp) 
Mee Mp 





FIGURE III~-9 
The compressional mode and the torsional mode are 
not independent. According to Lewis [8]. 


The longitudinal and torsional motions of a propeller- 
shaft system are coupled by water inertia and damping. 
Provided the longitudinal frequency is at least twice 
the frequency of the lowest torsional mode, this coup- 
ling effect is weak, and the longitudinal frequencies 
can be calculated as if there were no torsional re~- 
straint from the shaft system, and torsional frequen- 
cies can be calculated as if the system were infinitely 
rigid in longitudinal motion. 
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A Simple example illustrating the effect is easily 
visualized. A spring and mass hung freely and set into 
vertical oscillation will acquire a rotational motion as 
well. If this spring-mass system is instead given a tor- 
Sional oscillation, it will then soon acquire a vertical 
periodic movement. 

In this example, the spring has a rotational Nee 
as well as longitudinal mode oe and they are inter- 


related by the construction of the spring. The case of 


ic 


the propeller-shaft system is analogous. 





A. AT REST 
SPRING COMPRESSED 
C. SPRING IN TENSION 
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FIGURE III -10 





Bending Vibration Modes. 

The bending mode is also coupled to the torsional 
and longitudinal modes of rake aon through the water 
inertia and damping of the propeller. As in the longi- 
tudinal-torsional case, this coupling should not be a 
serious concern if the natural frequencies of the modes 
are far apart (or out of the operating range of the 
system). 

However, there are two modes of bending motion which 
may be expected. One mode is the bending of the measuring 


unit shaft because of exciting moments generated by the 


propeller. See figure III-11. 
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FIGURE III ~11 
The other mode is bending vibration of the entire shaft 


and housing assembly. See figure III- 12. 
, > 


FIGURE III -12 





One mode may excite a harmonic of the other mode, see 
appendix for an analysis of the expected natural fre~ 


quencies. 
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Data Collection and Analysis. 

The blade generated forces are sensed by the strain 
gage matrix located immediately upstream of the propeller. 
Since the shaft is quite stiff, even at the strain gages, 
it 1s necessary to provide amplification of the signals 
to provide a detectable output. Amplification is done by 
integrated circuit operational amplifiers located inside 
the measuring unit shaft. <A gain of approximately 10° 1s 
given for all six bridge circuit outputs. 

The amplified signals are carried by a 16 conductor 
cable which is led through the hollow drive shaft by two 
Lebow model 8116-8 slip ring units and then to a Northern 
scientific NS-550 Digital Memory Oscilloscope. The NS--550 
performs the signal averaging and stores the averaged 
Signal for readout on command. a 

The NS-550 is fitted with a memory bank eanneL ty of 
1024 words, with each word having five characters. The mem- 
ory may be divided into 1024, 512, 256, or 128 words to 
provide one, two, four or eight channels of storage. This 
feature will permit several options in the way the signals 
ee eraceds Thus the memory may be divided into eight 
sections and six of them used for .the six outputs and one 
for the timing pulse (one channel remains blank). Or, 
all of the memory may be used to provide a highly detailed 
Mook at only one signal. This would mean that there would 
be nearly 1024 points available to describe the output for 


the 360° of periodic signal. This kind of resolution would 


ee 





permit determining harmonics to a very high order. 

The NS—550 has associated with it an ASR-33 teletype 
and a tape punch/tape reader which forms an essential part 
of the data analysis system. The NS—550 will read out its 
memory on command to the TTY and tape punch. The TTY can be 
used as a time sharing console (with a Dataphone) to communi- 
cate with a large general purpose computer. 

The data analysis function works like this: 

(ae Cal aun Signal analysis program on the 
computer time sharing system using the AST-33 Py and 
Dataphone. 

2e On signal from the computer program that 
it is ready to receive data for analysis, command the NS-550 
to commence reading out to the TTY. At the same time the 
read out is transmitted to the computer via the Dataphone. 
_A paper tape may also be punched at this time to make a 
permanent record of the averaged raw data in case of pro- 
gram interrupt. | 

3. °' Upon completion of the readout, the con- 
sole is used to execute the analysis of the data. 

4. When analysis is complete, the computer 
Will transmit the results back to the console. 

The data readout is the most time consuming part of 
the data processing since the system is limited to 100 
words per minute by the TTY. While awaiting the results of 
the ee anew run can be set up and the flow condi- 


tions allowed to stabilize if desired. 
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signal Averaging The N5-550 divides an incoming signal 
| into a number of segments equal to the number of words of 
memory allocated to the signal. Each segment is indivi- 
dually averaged and that average value stored in a memory 
unit assigned to that particular segment. This process is. 
called digitizing the signal. The digitizing process be- 
gins only on receipt of a timing or synchronizing pulse. 

A variable sweep rate setting determines the time it 
will take for the averager to digitize one cycle of an in- 
coming signal. Each sweep is completed, regardless of the 
receipt of another syne pulse. This means that a sweep 
period slightly longer than the signal period must be cho- 
sen 1f an entire cycle is to be averaged. It also means 
that only every other cycle of a periodic Signal will be 
averaged, since the timing pulse will arrive at the NS-550 
while a sweep is in progress. 

If desired, less than a full cycle of a periodic 
Signal may be averaged. In this case, a sweep period 
which is shorter than the signal period is chosen and only 
the first part of every incoming signal will be averaged. 
Tey portion of the signal which is averaged will depend on 
the ratio of the sweep period .to the signal period. 

It is assumed that each signal fed to the NS-550 will 
consist of random noise and a periodic signal of interest. 
If the syne pulse marks the beginning of the periodic por- 
tion, and if the syne pulse is received after exactly the 


same time interval each time, the periodic portion will re- 
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peat itself exactly. The noise portion will not repeat 
exactly since it is random. If successive sweeps are di- 
gitized, added and stored, the signal of interest will 
Bulla up in dizer proportion to the number of sweeps, 
while the noise accumulates only as the square root of the 


number of sweeps. 
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APPENDIX A - SENSOR CALIBRATION 
Static Calibration. | 

A series of static calibrations, done by hanging 
weights on the propeller mounting taper to simulate pure 
thrust, torque, side forces ana bending moments will pro- | 
vide correlation between propeller generated forces and 
strain gage outputs. "Cross talk" which is output from 
one strain gage bridge caused by a force applied to excite 
another bridge must also be determined. The results of 
all static calibration series can be grouped into a six 
matrix of influence coefficients. 

Ideally, each strain gage bridge would measure only 
the input force or moment that it is supposed to measure 
and would have no output when other forces, moments or 
combinations are applied to the shaft. The matrix of in- 
fluence coefficients would be diagonal and when written 


in equation form would look like 


g, 1 6 6 © © 6 7 
B Oo 10 0 nO Vv 
By Onn eC mC nO H 

= (1) 
By Cee OmO mn ICING Q : 
Bs 0 ONO un OAnsIO nO M,, 
Ee 0 0 6 ONON 1 Mi 


Equation (1) says that the output of bridge 1, 
represented by 84s gives the entire thrust output. The 
same condition holds for the other forces and the three 


moments, 


A-1 





In actuality, there will be other non--zero influence 
coefficients besides these on the diagonal and that matrix 


of influence coefficients will look like 


24 SO 4 ee 44 7 ean 


2 22 230 Ow “OGM 
a 6 e@ e oe e - 
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In equation form, the influence coefficients and 
gage outputs combine to look like this. 
fet P1082 © 94383 % 97484 7 1525 t Baek ~ = (3) 

Equation (3) says that each of the gage bridge out— 
puts must be multiplied by its influence coefficient and 
summed to determine the actval thrust input to the sensor. 
There are a total of six equations, each with up to six 
terms. Some of the influence coefficients may be zero, 


however. 





Dynamic Calibration. 

If the sensor were to be used for static low frequency 
inputs, a static calibration would be all that is required 
for reliable and consistent results. This is not true in 
the dynamic case however, since some input frequencies to 
the sensor may excite natural frequencies in the sensor it- 
self. In such a case, a very low magnitude input from the 


na rd harmonic of a blade vibration) 


propeller (say a 2°” or 3 
to the sensor will cause an unusually large output from the 
sensor. The resonant elastic strains mend) Be of much 
higher magnitude than non-resonant ones and of course a 
disproportionate signal would be generated by the bridge 
networks. Therefore, a dynamic calibration, Similar to 

the one described by Brandau [9] must be done to have con- 
fidence in experimental results. ~~ -- 

such a dynamic calibration should cover a frequency 

range from the lowest anticipated propeller RPM up to a 


few harmonics above the highest expected blade frequency. 


Or, between the limits of 


500 RPM = 80 cps 
and 


2000 RPM x 9 Blades x 3 Harmonics 


= JOC us 
60 sec/min 


if only a third harmonic of a nine bladed propeller is 
the highest expected frequency input. 


The calibrations done on the NSRDC sensor described 


ie 





in [9] were between the frequencies of 50-1450 cps. A 
resonance Tee torque output caused sensor response in 
the side force, moment and thrust bridge networks. Thus, 
the cross talk between networks is also frequency dependent 
because of mechanical coupling in the sensor construction. 

The result of a complete dynamic calibration will be 
a family of calibration Be tities a, with each member of the 
family similar to the matrix shown as equation (2). In- 
dividual terms will vary from matrix to matrix according 
to frequency. 

-If these variations are smooth, it should be possible 
to develop a functional relationship between the bridge net- 
work output for each force signal and the frequency of that 
output, and incorporate this peatene into the analysis pro- 
gram, Ms 

The set of signals from the NS-550 should be analyzed 
for frequency content (Fourier Transformed) prior to being 
run through the calibration matrix family, since the gage 
outputs are frequency dependent. They will all be harmonics 
of the synchronizing frequency, (shaft-RPM ) but will not 
necessarily be the same harmonic. 

If this feature is not programed, considerable 
manual computation effort will be required. After the 
frequency content of a signal is determined, it will be 
necessary to look up an amplitude factor for that gage 
bridge at that particular freouency. This factor can 


then be treated as the ai ata the static calibration Mairi 





and the true magnitude of the sigmal can be determined. 
This will have to be done for each harmonic of each 
SuLpUt Sipnal for all six signals. 

Frequency response of the strain gage sensor is 
affected by the inertia of the mass attached to it. Since 
the inertia of the dynamic calibration shakers and the 
model propellers will not be the same (especially in all 
six degrees of freedom), it is hoped that the inertial 


extects on frequency response will prove to be negligible. 





APPENDIX B -—- CONTROL OF CORROSION 

The tunnel is constructed entirely of mild steel. 
Most of the structural parts are rather thin, so rusting 
of the walls is not permissable, even if the resulting 
cloudiness of the water could be tolerated. The most 
practical way to prevent rusting of the tunnel walls is 
to remove dissolved oxygen from the water. 

An addition of sodium sulfite to deactivate the 
tunnel water has proved effective for several years. 
The oxygen is removed in accordance with the reaction. 

Naps0, = 20, -— Nays0, 

in which Na 2503 reacts with in the ratio of 8 lbs. 
Na 20 for every 1 1b. of dissolved oxygen. The reaction 
is slow at ordinary temperature but can be speeded up by 
adding Cul sonm.C olmaS catalysts [flo]. om 

The addition of Na 20, makes the tunnel water toxic 
and also affects the corrosion resistance of aluminum and 
aluminum alloys, since aluminum depends in part on the 


prescence of dissolved 0, to create a passive oxide film. 


U2 Sr 


2 
"Traces of Cu’* (as little as .1. ppm) or Fe 


water are effective in breaking down passivity of alumi- 
num. Galvanic cells are Formed between A} and the de- 
posited metallic Cu or Fe (by a replacement reaction) 
which stimulates the dissolution of Al at local areas" [it]. 
Because of the mild steel tunnel construction and the use 
of brass and bronze parts for experimental apparatus it 


can be assumed that there are adequate quantities of both 


B= 1 


Cu and Fe ions to cause pitting of aluminum parts used in 
experiments. 

In practice, aluminum propellers and other experi- 
mental parts have been used in the past. Prolonged ex-— 
posure to the tunnel water (24 hours or more), however, 


leads to severe surface corrosion. 





APPENDIX C - PREDICTED MODES OF VIBRATION AND NATURAL 
| FREQUENCIES | 
Acceptable Natural Frequencies. 

If experience with the two degree of freedom propell-- 
er testing system is applicable to the six degree of freedom 
system, it will not be necessary to operate the shaft at over 
2000 RPM to get desired levels of output from the propeller. 

At 2000 RPM and using a 7 bladed propeller, a blade 
frequency of 14000 cpm or 233 cps 1s generated. If one is 
interested in no higher than the third harmonic, a frequency 
of 700 cps must be sensed by the system, 

In order to keep the magnification factor near unity 
ad the phase angle near zero, the system should be oper-- 
ated at an RPM which gives blade Precencies sufficiently 
far from interfering natural frequencies. See figure C~-i. 

r Figure C-i is an expanded version of figure III-2, 
which shows the EOE ome en between &, W,, system response 
amplitude and damping. Figure C-2 shows a similar relation- 
ship for the phase angle. 

Analytical estimates of system damping are difficult 
to accurately determine. Wereldsma in [2] states that c/e., 
is less than 0.6. However, estimates of Co from oa ofkm , 
indicate that c/e,, should be much smaller, perhaps on the 
order of 0.02. Estimates of system damping can be made much 
more accurately by observation of the phase angle behavior 


while the system is in operation. 





If the value of cfc, = .02 is approximately correct, 
choosing fy less than “or “equally Gemeente Chaat 
M.F. to less than of Gaim to 1.04 and will keep it ina 
nearly linear growth range (See figure C~-1). Such a 
choice of maximum GW fy, Wi1L also keep the maximum phase — 
angle less than one degree. 

Can the choice of Y= »2 be reasonably met, given 
the system physical Faeroe Using a maximum of seven 
blades and running a test at a maximum of 2000 RPM, no 


system natural frequencies below 


= 700/.2 = 3500 cps could be permitted. 


If only the second harmonic is of interest, a 
lower limit on the permissable natural frequency can be 


a mete 


tolerated in the system. 
= 467/.2 = 2333 eps 


More propeller blades and higher RPM's would of 
course dictate more stringent restrictions on permissable 
natural frequencies, The remaining sections of this appen- 
dix discuss estimations of expected natural frequencies 


for several possible modes of vibration. 
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MAGNIFICATION FACTOR vs FREQUENCY RATIO 


FIGURE C-1 
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PHASE ANGLE vs FREQUENCY RATIO 


FIGURE C--2 
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Critical Shaft Speeds. 

Critical shaft speeds occur in ene machinery 
because of eccentricity of loading. If amass is rotating 
on a shaft and its center of gravity does not coincide 
with the shaft axis of rotation by a distance e, called the 
eccentricity, there will be one rotational speed at which 
violent oscillations will tend to occur. At RPM's far above 
or far below this critical speed, deflections of the shaft 
will not be serious. 

In general, the critical speed (or critical speeds 
if there is more than one rotating mass) will be the same 
as the natural frequencies of vibration of the shaft held 
by two rigid bearings. 

The intent in constructing the shaft and measuring 
system is to balance all major rotating parts and to care-— 
fully align the axes so that off-center weights between 
bearings will be minimized, but it can be expected that some 
unbalance will occur. In particular, the effect of the 
Signal leads passing through the drive shaft must be con- 
sidered as an off center weight. | 

In the consideration of critical snart speeds, motes 
tion is fairly standard. 

| B= The center of the bearings 
S = The center of the shaft at the- weight 
G = The center of gravity of the weight 


e = The constant distance between S and G 
(eccentricity) 


B 
I 


BS = the deflection of the shaft at the mass 


C~5 ° 





A physical model of this situation looks like figures 
c-3 and C-4. The off center mass is shown as a disk. At 
rest 5 and B will approximately coincide; G will be off 


center a distance e. 
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FIGURE Se. 

When rotating at a speed below the critical speed, 
the inertial effect of the rotating off center mass will 
cause the shaft to deflect until the inertial force is 
balanced by the restoring force of the clastically bent 
shaft. | 





FIGURE C--4 


While the shaft is rotating below the critical speed, the 


only stable configuration is for points B, S and G to be 


C--6 





collinear. At the critical speed, the shaft deflection 
BS becomes eer large. Above the critical speed, the 
Coriolis acceleration drives G back toward B and causes 
the shaft to become stable once more. The further above 
critical speed, the more stable the shaft becomes. How-— 
ever, if the collinearity of the three points is enforced 
as the critical speed 1s passed then G cannot escape Bee 
round S to coincide with B, and the system will remain 
unstable. See Den Hartog [13] or ,another text on mechan— 
ical vibration for a full discussion of the eee The 
critical frequency (cps) for the simple model shown in 


figures C-3 and C-4 is given by the equation 


),, = [ k/m 


W 
Where M = a? W = weight of off center mass. 
-_ 48ET be TE Opteyty 
13 | . _ 64 Cua 


k= 378 (De-Ds) 
An accurate consideration of the natural frequencies 
would require a method of successive approximations 
Similar to the Holzer method of torsional analysis to 
account for the effect of distributed mass in the real 
shaft[14]. Instead, some reasonable guesses will be 
made to compute natural frequencies for the potentially 


most critical situations, 
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For the drive shaft, with axial distance between 


bearing centers equal to 34 inches, 


4 B= 29.5 x 10° 


as «I 
— = 

i 

5 

—] 

WN 


(3) (29-5) (3.75) 10° = 6640 1b/in 
(4) (343) 





The weight of a 3 foot section is approximately 
6 lb. and the weight of 3 feet of signal lead at approx- 
imately 27 grams/ft is .172 lb. The maximum weight between 
bearing centers is then approximately 6.2 lb. Assuming that 
this total weight is all off center (a grossly exaggerated 


assumption), find 


6640 Ore 





a = TN cree 
Wr 01605 386.2 
(Wx = Ecco 


102 cps m 
(dn = 6120 RPM 


With a much smaller off center weight (which is more 


reasonable), say on the order of .5 lb, 


6640 
Cy — ioe. 
(J,=. 362 cps = 21700 RPM 


Thus normal shaft RPM should be well below the 


critical speed. 
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This is probably still much too low, since the 
cable weight is distributed across the shaft section and 
not concentrated at a point, so the effect of the cable 
weight is even less than computed above and the frequency 
should be higher. 

Bending Vibrations. 

The measuring unit shaft has a varying sectional 
area. To eo compute the natural frequencies, the 
shaft must be treated as a distributed mass instead of a 
collection of lumped masses connected by massless springs. 

It was decided that approximations would suffice for 
first investigations of system response, especially since 
interaction of the components was difficult to predict in 
advance. Accordingly, the following calculations and as- 
sumptions attempt to model the actual situation with suff- 
icient accuracy determine potential problem areas for more 
detailed analysis, if required. 
sensor Mounting Natural Frequency. The strain gage mount- 
Ing itself has a varying cross section as well as a vary- 


ing moment of inertia which depends on the angie of rotation. 





FIGURE C-5 


Assume that the portion of the shaft containing the 


w=9 


gages has an effective section 1.5 inches in diameter with 

a .50 inch hole, and that it will vibrate as a cantilever 
from the center of the bearing through the center of the 
propeller mounting taper. This assumption of an effective 
O.D. of 1.5 inches will provide the smellest K, hence the 
lowest natural frequency estimate for this mode of vibration. 
Such an assumption is probably not too inaccurate since 
holes for ene strain gage leads are drilled through the 
wider section near the bearing which reduces the effective 
section area at the wider cross oie 


For a cantilevered beam, transverse loading 











3EI Gu 
“""o | I = ~gq (Dp-D;) 
3(29.5) (.2445) 10° ; 
k = See Se te 24 ees tt 
4.87 
ion ee x 10° 
propeller weight 10 0259 1lb-sec 
TQ errr owenmansreamens Sh emmeman ~~ eee eminneeeneninmnem oneal 
Bocre 386.2 in 
pala ome 10° 
ia = 
©0259 
QW, = 2695 rad/sec = 429 cps 


This frequency can be expected to be somewhat lower 
than the estimated 2700 cps because the effect of mass of 


the shaft has been ignored. 





A Gree ae ru shaft stifiness must be Vsed 2 or moment 


excited vibrations. 


2EI —-2(29.5 x 10°) (.2445) a, 


= o_ + — — = a 
Kos eee te 22022 see. Se 


1° 4,.87° 





ke = Woe cee 8b 


If exciting moments are on the order of five percent 


of the torque, as indicated in [15], a natural frequency of 


.609 x 10° 


WB NOSLe 
3065 rad/sec = 488 cps 


I 


should be expected. 

since the shaft is far stiffer in other areas, ~- 
other bending mode natural frequencies in the measuring 
unit shaft and flywheel assembly should be significantly 
higher and thus of no concern. 

In the general area of bending frequencies, two 
other factors are of design concern. One’‘is the inclusion 
of a soft bearing support near the flywheel to absorb 
transverse motions of the shaft .(or transverse motions of 
the housing assembly). Accurate prediction of the behavior 
of this feature under dynamic circumstances is difficult 
at best. 

The other concern is the motion of the shaft and 


housing together. such motions may not be detremental 





(in principle) to the measurements being taken, but if 
extreme, they could be damaging to the system as a whole. 
Bending of Shaft and Shaft Housing. The shaft and housing 
for the six degree of freedom system are similar in con- 
struction to the two degree of freedom system and are sup- 
ported in exactly the same way. Knowledge of the vibration 
behavior of the old system can therefore be used to predict 
behavior of the new shaft. | 

Bae old ee passes through a resonance between 350 
and 400 RPM (58-66 cps). It is expected that the new shaft 
should also have a resonance somewhere near this range, 
Since bending mode vibrations are a function of shaft length 
and diameter. They are independent of section area, E, and 
I [16]. The amplitude of such vibration may differ between 
the two shafts because of loading differences, but this — 
should be of little consequence, since the resonant shaft 
RPM is far from the expected range of operation. 

Torsional Vibrations. 

External torsional vibrations of the system are not 
isolated from the strain gages except by the Tliywheel. 
There are no "soft" torsion transmitting devices in the 
drive train to the propeller. The drive shaft itself does 
act, however, somewhat like a torsion vibration absorber by 
virtue of having a torsional stiffness an order of magni- 
tude smaller than the rest of the shaft system. Table C—1 
shows the torsional stiffnesses of several sectionsof the 


of the drive shafting. 
C—12 





Shas t. oe Ciunon us 


TABLE C1 


Ky (rad/fin~lb x 10°) 


arive shet t @ee0ete0ee94#ee04#81e0eee#eee?e¢8ee8ee8 @ eat 


flywheel ee¢eee74e4ueo4e445#eeeseee+71ekse@e6e ¢e¢¢ @ € Deena 


amplifier section 


eooeeveoeeeveee eo ae 


MMMM CTO 4lss 4s ores 6 6 ssueeuee eee D | 


EMS OR odo Ce MOUS. 6 wes suetenee nec OO 


A FORTRAN computer 
of analysis was written 
imate torsional natural 
program is contained in 

A few models, more 
gram are instructive to 


pected system vibration 


The purpose of the 


program using the Holzer method 

and used to determine the approx-— 
frequencies. <A description of the 
Appendix D. 

simple than the one used in the pro- 
consider in investigating the ex~ 
behavior. 


flywheel as originally conceived 


was to act as a stable reference, or literally a ground 


for the sensor. A large mass and inertia would appear 


guite stable to the sensor shaft in all three modes of 


vibration. If the flywheel were also isolated from exci- 


tation other than via the propeller forces and moments, the 


Signals generated by the strain gages would be due entirely 


to the propeller generated forces and moments, and the sys- 


tem natural frequencies 


should be high enouvgn or low enough 


to be well out of the operating range. However, as was 


pointed out earlier, the size of the flywheel (and with it, 
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its mass and inertia) was sacrificed for reasons of oper-— 
ating convenience, economics and to provide a smooth pro- 
peller inlet flow. This reduction in effectiveness of the 
flywheel was felt to be a Fee tradeoff, 
Theoretical or experimental estimates of model propel-- 
ler rotational inertias are not readily available. Lewis 
and Auslaender [i7] quote a 1955 thesis by R. J. Price for a 


value of J, of .000588 eee 


which includes the added mass 
effect. Very approximate estimations for Ps for a non— 
operating bronze propeller with five blades and a weight of 
10 lb give J,'s am Che ranf@e Ou .2muOu. > 1b~in-sec®, This 
does not compare closely with the value of .0847 Lb~in-sec* 
determined by Price when the units are made compatible. 

Because of the uncertainty of the actual value of JZ 
for typical model propellers, and the likelihood of naan 
several different propellers of different masses and sizes 
in future tests, it is necessary to do natural frequency 
estimations for several values of Jo for the propeller. 
The flywheel inertia, Jn was kept constant during the cal- 
eulations. 

Jay = rotational inertia of the rcrsoreulle 


Assume that .01 ¢ J. ¢.25 


p 
Now compute the inertia of the flywhcel: 


9D 7 2Leo 


v5 (8) (386.2) 
2 


Mm 


-——(DS St) (3.40° = 1.45°) 
8 


,0642 1b—-see £4n 


Fh 
! 





In the measuring unit shaft, flywheel, and propeller 
assembly, there are five more or less distinct inertial 
masses and theoretically five degrees of freedom, The mas- 
ses and stiffnesses of the shaft are sufficiently close in 
value to each other that the system can be represented as 
two inertial masses connected by an average stiffness, and 
the inertia of the shaft itself can be neglected. A diagram 


of this approximation is shown in Figure C-6. 





FIGURE C-6 


where (J = wept te 
pi 

A Bees of computer calculations using the above fig- 
ures for D, and D; with J, = .0842 resulted in values for 
the curve of natural frequency versus Jy shown in Figure 
C-7. The assumed value of shaft stiffness, Ky = 15,70). 2k 10° 
gave se, predicted range of natural frequencies which are | 
quite high and should be well out of the operating range. 

The torsional analysis program using the Holzer.method 
treated each portion of the measuring unit assembly with a 
different cross section as a distinct inertial mass. It 


indicated that the expected natural frequency should be 


much lower. than any shown in Figure C-7. The Holzer method 
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program predicted a natural frequency in the vicinity of 
5450 radians/second (867 cps) for an assumed propeller iner- 
tia of .05. <A higher natural frequency is possible if J 
can be further reduced. 
Assuming that the methods and the results of the two 

calculations are correct, the difference in results imply: 

1. the inertial effect of the shaft is not neg- 
ligible in making estimations 

2. the assumed shaft stiffness ky = Dox 10° may 
be too high | 

3. the torsional analysis program results are 


probably more reliable, since fewer simplifying assumptions 


are made 


Longitudinal Vibrations. 

: Two models of the shaft longitudinal vibretion behavior 
are of interest. One is used to treat the measuring unit 
"as being isolated by the flywheel and to estimate a natural 
frequency for the sensor shaft both with and without a pro- 


peller attached. See Figure C-8. 


ey eee 





FIGURE C-8 
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The other model (Figure C~9) is used to treat the case 
of longitudinal vibrations in the drive shaft with the fly- 


wheel, measuring unit shaft and propeller being treated as a 


single combined mass. 





: a | 
: 220006 Fe Fane — Mp | 
\ Kq | : 
THRUST I . 
BEARING ee ee mt 


FIGURE C-9 


Without a propeller, the for the measuring unit shaft 


1s given by 


WJ, = (n+ 2) 





where A = cross section area of sensor 


E55 ce 


g= mass of shat Ge=eos0) M7 306.2 


m 
I= i2a.c ynches 





(3.16) (29.5) 10° 
(0282) (12.2) 

= (n + $)17 13,600 rad/sec 
= (n + ¢) 6800 oy 


(3 = 10,200 cps for the fundamental 
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Other modes will be higher than this by an amount of 
6800 cps for each additional harmonic. 


With a propeller, the formula 





applies, with k, given by 


AE 
a 


6 


m= 10 1b/386.2 = .0259 lb-sec*/in 


6 - 
ga 0) amo / 
GJ ae ene 116 x 10° 
30259 aa FO207 73 


YW, = 10,760 rad/sec 


~*~ 


: Considering the model shovm in Figure C-9, compute tne 


longitudinal stiffness of the drive shaft. 











AB (1.7542 = 1.547)(29.5 x 10°) 
k= —— = 
7 ss ee ae 
aay 
= .92 x 10° 
M =: Mi mM. -+ MD 
(255 oO ee 10.017 26642) sale 
5 an nied eS 
FO2ex 0 
C) ne meee / 1.80 x 10° 
Relic) 





= 883 rad/sec = 140.5 cps 


C-19 





Pitecl Os Fred eved Haibewas: Frequencies on System Operation, 
Let us now list the predicted natural frequencies and 


their modes and consider the effects. 


Bending Approximate w, 
Cantilever of sensor, side force excited 730 cps 
Cantilever of sensor, moment excited 488 cps 
Shaft and housing 60 cps 


Torsional Vibration 


Two inertia model, measuring unit shaft 1430 cps 
Holzer analysis, measuring unit shaft 867 cps 
One inertia model, drive shaft 172 cps 


Longitudinal Vibration 


Measuring unit shaft, no propeller 6800 cps 
Measuring unit shaft, with propeller liOneEs 
Drive shaft and flywheel 140 cps 


The expected range of frequencies of interest is de- 
termined by the shaft RPM, the number of blades on the model 
propeller being tested, and the number of harmonics which 
have a significant magnitude. The third harmonic of the 
blade frequency is the maximum expected to be detectable. 
Figure C-10 shows the relationship between RPM, number of 
blades and harmonics, and plots the expected occurrence of 
natural frequencies. It should be noted that several fall 


in the expected range of operation. 
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The potential serious conflicts which may be resolved are 
ie i f2 Cps; longitudinal mode, thrust excited; 
23: 140 cps; torsional mode, torque excited; and 
Be O67 cps; torsional mode, torque excited. 

Case | ane 2 both involve the drive shaft-flywheel. In 
case 1, the longitudinal mode,.the frequency can be changed 
by installing a thrust bearing nearer the flywheel, thus 
shortening the drive shaft "spring" and making it much more 
stiff. 

Case 2, the torsional vibration of the drive shaft- 
flywheel may exist, since there is no built-in support in 
the rotational direction at the end of the drive shaft. The 
inertia of the drive pulleys and drive motor approximates 
such a built-in support, but the flexibility of the drive 
belts may be sufficient to damp any torsional vibrations in 
this mode. | 

Case 3, the torsional vibration of the sensor shaft it- 
self constitutes a potentially serious problem. Since the 
sensor shaft cannot be modified without a major change and 
disassembly of the entire system. The re remaining alter— 
native is to use propellers with a much smaller Joe Pals 
num propellers are commonly used in other installations to 
mitigate this same type of problem. The reduction in Je is 
very small, however, and in addition, aluminum has a cor- 
rosion problem in the oxygen-free tunnel water. 

Professor F, M, Lewis, of MIT has recently developed a 


process to accurately manufacture very lightweight and very 
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PREDICTED NATURAL FREQUENCIES & BLADE FREQUENCIES 
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accurate model propellers made from a type of epoxy glue. The 
modulus of elasticity, density and strength all appear to have 
great promise in model propeller applications, since they 
Memmit more accurate scaling of the model. The maverialeas 
light enough in water to have practically no inertial effects 
of its own. Any inertia of the propeller would be due to 

the entrained water, 

Thus a dramatic reduction in Jy should raise the nat- 
ural frequency of this mode of vibration to a value high 
enough to permit system operation at a comfortable Wh), 
ratio. 

Two other frequencies, both concerning the sensor shaft, 
Seceur in the middle of the range of interest. Since they 
result from the construction of the sensor shaft, 1t is not 
possible to change these freauencies without starting over 
from scratch. It is always a possibility that these two 
Peequencies Will not occur; so nothing should be done until 


the system is constructed and in operation. 





APPENDIX D — TORSIONAL VIBRATION ANALYSIS COMPUTER PROGRAM 

Using the Holzer methoa of torsional shaft analysis, 
this IBM 1100 compatible FORTRAN IV program can analyze 
a shafting system of up to twenty sections for natural fre- 
Prcacies in torsional modes of vibration. The program is 
written in general terms, using five letter variable names 
and restricted FORTRAN IV so as to be compatible with the 
IBM 1100 computer. Easy adaption to other batch processing 
computer systems is provided by the use of integer variables 
fomen/O statements. 

The Holzer method is based on the principle of con— 
servation of energy. Ina frictionless system vibrating 
eat its natural frequency, the sum of the potential and 
kinetic energies will always be a constant. The total 
~ maximum potential energy will be equal to the total maximum 
kinetic energy when the system is vibrating at a natural 
frequency. 

The Holzer method computes kinetic and potential 
energies for individual components of the system and com-— 
putes a sum of the two, called remainder torque. hen 
both positive and negative energy contributions from all 
of the components have been considered and the remainder 
torque is zero, the system is known to be vibrating ata 
natural freaquency. If the remainder torque is not zero, 
it means the system is not vibrating in a natural mode and 


that energy from an external source must be supplied to 





force such an unnatural Vibration mode, 


Input Variables. 


Inputs are given names suggestive of the values 


represented. 


ale; 


M 


DIN(I 
DOUT ( 
LENTH 


os Ne 
+} 


) 


OMEGA 
DIVID 
NTIME 


In order of input into the program, they 


The number of shaft sections in the shaft 
being analyzed. This is the first value read 
by the program and is read in 110 format. A 


maximum of twenty sections may be entered. 


These are the inner diameter, outer diameter 
and length dimensions of the shaft section 
heferned to by the prog nemavarrabple ae 

Kach input card pertains to a separate section 
of the shaft. DIN(I) may be entered as Zero 
(left blank) to represent a solid shaft section. 
Dimensions in inches and decimal fractions are 
assumed. There must be one card for each sec-— 
tion, i.e. there should be M cards. The format 


is 3F10.4 


The assumed starting frequency is OMEGA, in 
radians per second. The program uses the fac- 
tor DIVID to compute an increment of change 
to. OMEGA for a series of shaft analyses with 
different frequencies. NTIME is the number 


of times that the frequency will be varied 
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and computations repeated. NYIME may be any 
integer value. Enter in format E10.4, F10.2, 


110. 


G(T) G({I) stands for the shear modulus. This 
quantity is used to compute the shaft stiff-~ 
ness for each assection. The format is 6812.5 


and there must be M values of G supplied. 


WEIGT (TI) WEIGH is the value of the density for each 
Secs OM I) lbs/inch?. There must be M values 


supplied to the program in format 6F10.4 


PROPT PROPI is the assumed value of propeller iner- 
tia. It is treated as an inertia attached to 
the end of the shaft, and is entered in F10.5 
format. 

This concludes the definition of all of the input 
values to the program. Other variables appearing in the 


program will now be defined. 


Program Variables. | 

SFPIN(I) SFTIN is the computed value of shaft inertia. 
The rotational inertia of each shaft section 
1S computed and divided by two. One half of 
the inertia for each section is assumed to be 


concentrated at the respective ends of the 


2 





SETS? (1) 


RTORQ(T) 


| 


TORQ (T) 


BETA(T) 


PHI(T) 


Shaft section. Section inertias from adjacent 
sections are edded and assumed to be inertial 


disks separated by the length of the shaft. 


SFPYST is the computed value of shaft stiff- 
ness between the inertial disks. Units are 


radians per inch-lb. 


RTORQ is the remainder torque. It is the 
estimated torgue in the shaft at the location 


of the inertial disks. 


TORQ is the amount of torque required to cause 
an inertial disk to vibrate with a deflection 


BETA. ae 


BETA(I) is the total angle of twist in the 
shaft at inertial mass I. BETA(I) is assumed 
equal to 1.0 radians to start the shaft de- 


flection analysis. 


Pers vie angle of twist between two inertial 
masses. The relationship BETA(I+1) = BETA(I)- 


PHI(I) is used to iteratively compute BETA. 


Program Operating Instructions. 


Program inputs must be entered in the order listed 





~ 


in the section titled “input Varta olles wari te iis acre 
formats specified there. In case format Snot ications 
call for more input data than are required by the number 
of shaft sections, the extra data may be entcred as blanks. 
For example, if there are four sections in the shaft being. 
analyzed, several specifications are 6Fxx.x or 6EXx.x. 
Enter the first four program constants as indicated and 
leave the rest of the card blank. 

The program makes provisions for computing several 


sets of data with only one run. A data deck for each shaft 


si made up in the order listed. <A collection of decks 


for several shafts may be inserted together and as one 
large deck. A blank card must be placed behina the last 


shaft description to cause normal program termination. 


Interpretation of Output. 


The program will give two categories of output data. 
Hine first collection of output is a listing of input data 
with a computed rotational inertia and shaft stiffness for 
each Section. The assumed propeller inertia and the start~ 
ing frequency are also listed. | 

The second collection of output is the results of 
the shaft analysis. There are five columns of output. The 
first column Jists the inertial mass, the second column 
lists the angular deflection of each mass at the assumed 
frequency of vibration, the third column gives the torque 
necessary to cause the oe NeSt ee angular deflections. The 


fourth column lists the total torque in the sheft at the 
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inertial mass and the fifth column lists the change in 
shaft angle of twist between respective inertial masses. 
The frequency used in computing the columns of data is 
printed after all of the shaft section data are printed. 

The program does not iterate to determine an exact 
natural frequency, but instead depends upon the user to 
interpret the results and by successive are to isolate 
the natural frequencies. A natural frequency may be de- 
tected by noticing a sign shaft in the "Remainder Terque. 
output data colum. If the remainder torque is zero for 
the last inertial mass, the natural frequency has been de- 
termined. Thus during a series of analyses over a range 
of frequencies, if the sign of the remainder torque for 
the last shaft element shifts from positive to negative 
or vice versa, a zero point has been passed and the natural 
frequency lies between the frequencies of the two successive 
computations, | 

Values of BETA may be plotted versus corresponding 
values of ONEGA to describe the angular deflection of the 
shaft as a function of operating frequency. 

| yee figure D-1 for a listing of a sample data deck. 

Pages D-8 through D~10 are a program listing and pages 


D--11 through D- are sample output results. 


teamed | — Number of shait sections 110 


Gard 2 —- Dimensions of section (one for each section), 
Bee 


Card 3 -— Starting frequency, dividing factor and 
number of repeats, E10.4, F10.2, 110 


Card 4 ~ Shear modulus for each section — 6812.5 

Card 5 ~ Density for each section — 6F10.4 

Card 6 ~ Assumed propeller inertia 
if 


Card ~ Blank card to signify end of data to program 


Deenot imserb blank between sets sot data. 


+ ee 


DATA DECK INSTRUCTIONS 
FIGURE D1 
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APPENDIX E - STRAIN GAGE MOUNTING AND WIRING 
strain Gage Bridges. 

Thin wire, foil and semiconductor strain gages all 
operate on the principle that a change in the length of the 
gage causes a change in the electrical neo eaee of the 
gage. Accordingly, gages are aligned with the direction 
of principal stress (strain) for the force being measured 
so that a maximum strain is applied to the gages. Most 
Strain gages are placed in Wheatstone bridges such as the 
one shown in figure E-2. 

A steady D.C. voltage is applied between points A and 
B of this representative network. When unstressed, the 
resistances in the network are balanced and the signal vol- 
tage 1s zero. When stressed, the pair of gages in compres- 
Sion has a decrease in resistance and the pair in tension 
has an increase in resistance. Since these pairs are wired 
so as to be on opposite legs of the bridge, a difference in 
voltage appears as an output between points C and D. 
Mountings of the Gages. 

Gages used to measure torsion are placed at a 45° 
angle to the axis of the shaft, since that is the direction 
of principal stress for torsion. Gages which measure axial 
force are mounted with the long axis of the gages of two 
opposite legs parallel to the shaft axis and the long axis 
of the other two opposite legs perpendicular to the shaft 


axis. This placement takes advantage of both longitudinal 


bh 





and transverse strains to sense axial forces. Gages are 
placed in two parallel planes to measure side and vertical 
forces. Placement in two planes is necessary to cancel 
effects of shaft bending induced by side forces. Bending 
moments may be measured by gages in only one plane. 

Foil gages, which. have a large strain capacity but 
low output, must be used to measure thrust and torque. — 
semiconductor gages are Eom eie for the other forces 
and moments because of their higher output and smaller load 
capacity. 

Figure §-1 roe the location of the strain gages on 
the sensor shaft. Figures E-2 through E-7 show the location 
of gages in the six bridge networks and the schematic dia~ 
gram for each. Figure E-8 is a typical schematic diagram 
for one of the amplifier circuits. All six circvits are 


= 


Siig Lar, 


Calibration of the Sensor. 

A static calibration of the individual bridge network 
responses was performed by Mr. Ronald Noret of MIT IL-7 
(Draper Laboratory) using a specially constructed mounting 
to hold the measuring unit shaft [i8]. Known pure forces 
and moments were applied to the sensor by using a bar 
attached to the propeller mounting taper in conjunction 
with weights:and pulleys. The Ma/Or wernort of Gaic calm 
bration was to determine static output from the six Lage 


bridges, and only a relatively small amount of time was 


K-2 





spent trying to determine crosstalk between bridges. The 
crosstalk is most important to determine, since this ¢cox= 
responds to the influence coefficients discussed in Appen- 
dix A. After the static crosstalk terms are determined, it 
will be necessary to perform a dynamic calibration as dis- | 
cussed in Appendix A and by Brandau in [19]. A method simi- 
lar to that used by Brandau is recommended. The use of the 
special sensor shaft mounting table in conjunction with 
mechanical shakers described by Brandau should make the 


dynamic calibration effort relatively straightforward. 
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APPENDIX F - SIX DEGREE OF FREEDOM SENSOR 
AND PROPELLER SHAFT ASSEMBLY PROCEDURES 
General Considerations. 

As a starting condition, it is assumed that the cwo- 
degree of freedom shaft and all associated parts have been 
removed from the tunnel and that the tunnel has been drained 
enough to lower the water level below the test section. 

Tables F-1 through F—3 list the major sub-assemblies 
and component parts. Consider the sensor and shaft system 
as being composed of three major sub-assemblies. 

1.. Measuring Unit Assembly (Instrumentation 
Laboratory Drawing No 167086) 

2. Drive Shaft and Housing Assembly 

3. 6p leper ine vand. Outer Drive Shaft Assembly 

Pieces in the assembly instructions are referred to 
by name and code number as per appropriate drawings or 
sketches. The names used in assembly instructions corre- 
spond to names given on MIT Instrumentation Lab drawings, 
as do code numbers. 

Precautions All components are finely anid precision 
parts. Most parts are type 303 or 304 stainless steel and 
have machined thread fits. Care must be taken to ensure 
that these parts are properly threaded. A lubricant con- 
taining molybdenum disulfide (lS, ) is necessary for joining 
stainless steel parts. 

special care must be taken to avoid damaging the 


brass couplings used as drive:-shaft bearing holders and 


P-- 4 


connectors between drive shaft housing sections, 

Avoid handling metal components except for assembly 
because most have had passivating surface treatment to 
nim bit COreOsiom, 

Care must be taken when inserting O-ring seals 
so that they are not damaged by the sharp edges of threads. 
Thread damage to ee may be prevented by covering the 
threads with a layer of paper or tape prior to slipping 
Pre O-ring into place over the threads. 

some individual parts of the system are quite heavy. 
Allowing them to hang freely with only the drive shaft or 
couplings as a support may cause damage to threads or bear- 
ee or bend the shaft. Therefore, keep all assembled pieces 
supported in such fashion that their axes of rotation co- 
incide with the shaft axis of rotation. aca 

The six degree of freedom shaft assembly has been 
sized to permit complete insertion into the tunnel while 
fully assembled. All parts are best protected when fully 
assembled. Therefore, it is Pe cennencamtnen the Measuring 
Unit Assembly and the Shaft Housing Assembly be put together 
and joined in one continuous process. 

A clean floor space approximately 19 feet long and 
6 to 8 feet wide is recommended for an assembly area. 
The entire shaft assembly will weigh approximately 200 
pounds, so several men will be required to lift it and in- 


sert it into the tunnel. 
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TABLE PF-1 


MEASURING UNIT ASSEMBLY 


Item Quan. 
Measuring Element | 1 
Flywheel | | 1 
Propeller Shaft Adapter { 
Front Housing 1 
Intermediate Housing | 1 
Flywheel Housing 1 


Floating Bearing Housing Assembly 1 
Timing Unit Assembly 1 
Protective Cover (installed on #1) 
serew No. 2-56 UNC-2A Button Head 
B/G cei oct 4 
Serew No. 1/4-20 UNC-~2A Soc. Head 


i/25LG Sele moelk i 
Parker O-Ring 2-044 5 
Parker O-Ring 2-225 2 


Rotary Seal, C. E. Conover 
Rev-0-—Slide C53~-136 1 


Rotary Seal, C. E. Conover 


Rev--O-Slide C53-134 1 
Bearing, Garlock 32 DU 24 1 
Connector, 37 Pin; Mp-53 ai 
Balletw ies) sneeelameuer ) 4 


Material 


DoT 


So 


E-540-8 


E-540--8 


N-256~8 


N-256-8 


SST-440C 





TABLE F-2 


DRIVE SHAPT AND HOUSING ASSEMBLY 


Item Quan. Material 
Drive Shaft | 1 oe 
Downstream Shaft Housing Section 1 Do 
Shaft Housing Section 3 Dor 
End Housing Section 1 SOT 
Housing Coupling and Bearing Holder 4 Brass or 
Bronze 

Bearings | 8 Mild Steel 
O-Ring Seals | - 
Rotary Seal 1 

TABLE F-3 


SLIP RING AND OUTER DRIVE SHAFT ASSEMBLY 


“Item | Quan. Material 
olip Ring Unit | | 2 Lebow, Inc 
Slip Ring Shaft 1 SST 
RPM Signal Pickup and Gear 1 Lebow, Inc 
Thrust Bearing | | 
Slip Ring Assembly Housing er 


Bd 





Assembly of the Propeller Drive shaft and Housing. 

lise Inspect the drive shaft surface for flaws in the fin- 
ish. Mark the sue mate bearing locations with a soft 
lead pencil. If low spost appear in the intended bearing 


locations, swap the shaft end for end. 


Ze Insert the teflon coated mild steel bearings in all 


brass shaft housing couplings. 


3. Screw one coupling on to the section of the drive 
shaft housing which mates to the Floating Bearing Housing 
Assembly [(7) on drawing IL-167086]. Insert an O-ring seal 
between the housing section and the coupling. (This bearing 
housing has a special thread on the upstream end. Thus 
there will be one shaft housing section with different — 
threads on each end. The other three will be interchang- 


able.) 


a. Slide this section over the drive shaft into the ap- 
proximate final position on the drive shaft. support the 
housing end which is not attached to a coupling in order 


to avoid thread damage to either end. 
Die screw the brass couplings on to one end of each of the 


remaining 36 inch housing sections. Insert O-rings at this 


time, observing protective precautions. 
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on Slide each shaft housing section over the shaft and 
attach it to the coupling already there. Repeat until all 
pieces but the end section are installed. Install] the re- 
maining O-rings on the couplings at this time. Observe 


precautions. 


At this point, ae drive shaft has a protective hous- 
ing over most of its length. Work under way may be temp- 
orarily halted here, or may be continued into the next 
phase. The next phase should be completed without major 
maicerrupoion. 

| 
Assembly of the Measuring Unit Sub-assembly. 
The following steps are the recommended order of 


assembly: —— 


at Start with the Floating Bearing Housing Assembly (7). 


Ze Insert the Propeller Shaft Adapter (3) into the 


Floating Bearing Housing Assembly (7). 


3. Attach the Propeller Shaft Adapter (3) to the Pro- 
peller Drive Shaft (188 inch long stainless steel tubing 


with 16 microinch finish). 


A. Feed signal leads through the Flywheel (2) and coil 
around foam rubber piece to act as securing device. A coil 


Similar to that shown on plan 167086 cen be achieved by 
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coiling the signal lead cable abovt the foam rubber, ten- 
Sioning the coil to reduce the outer diameter and sliding 
it into the flywheel. The rubber and coil will then spring 


pack to fill the voucMaxrce-- 


De Next, feed the sigmal leads through the Drive Shaft. 
If the cable is stiff enough, it may be pushed through 
directly. Otherwise, feed a weighted string through and 


then pull the signal lead through with the string. 


6. Now attach the Flywheel (2) to the Propeller Shaft 

fee nter (3). To accomplish this, push the Floating Bear~ 
ing Housing Assembly (7) back on the drive shaft a few 
inches to gain necessary working clearance to install screws 
holding the flywheel to the shaft adapter. Install Parker 
O-ring (14) at this time. During this step, a wooden cra-— 
dle should be used to support the heavy flywheel in order 

to avoid crushing the soft support material in the bearing 


assembly. 


ee Install Flywheel Handle (see Figure F-1) on the down- 
stream end of the flywheel. This is to provide a means of 
supporting the flywheel while performing step 8. The fly- 


wheel Handle serves as a dummy Measuring Unit Shaft. 


or Slide the Flywheel Housing (6) over the Flywheel and 


attach it to the Floating Bearing Housing Assembly (7). 
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Use small wooden wedges, such as tongue depressors as spacers 
to avoid scarring either the housing or the flywheel or 


bending the flywheel-shaft adapter connecter, 
9. Remove the flywheel handle. 


10. Pull the 37 pin connector (18) from the Flywheel and 


attach it to its mating half in the measuring element (1). 


11. Allow the signal cable to spring back into the fly— 
wheel and attach the Measuring Element (1) to the Flywheel. 


Insert Parker O-Ring, 2-225, (14) during this step. 


12. Push the drive shaft, flywheel and measuring assembly 
into the Flywheel Housing (6) until the Timing Unit Assen 


bly (8) is against the Flywheel Housing. 


13. Align the ball bearings on the Timing Unit Assembly (6) 
with the slots in the Flywheel Hovsing (8) and push the en- 
tire shaft approximately $ inch until the ball bearings 


mest in the slots. 


14. Insert Rotary Seal (15) in the Intermediate Housing (5) 
and screw the Intermediate Housing and the Front Housing (4) 
together. ' | 


15. Slide the Front and Intermediate Housing over the 
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Measuring Unit (i), being careful not to damage the rotary 
seal; and attach them to the Flywheel Housing. Install the 


Parker O-Ring, 2-044 (13) during this step. 


This completes the assembly of the Measuring Unit Sub- 
-assembly. This subassembly should now be joined to the Drive 
Shaft and Housing Subassembly. 

At this point, only the shaft housing and piece re- 
Mains to bel eee The end housing section contains the 
rotating water seal and may contain the thrust bearing. 
since the design of the end housing and the slip ring sub- 
assembly was not firm as of this writing, no detailed des- 
cription of the assembly process for the remainder of the 
system is possible. Some considerations and recommenda- 
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tions are appropriate, however. 


Design Considerations for the Slip Ring Assembly. 

A primary constraint exists on the overall length of 
the Slip Ring Housing and Assembly. The total length of 
the drive shaft, housings and slip ring assemblies, when 
joined, must be less than 183 feet. The maximum length of 
183 feed derives from the clearancé between the building 
wall and the tunnel wall where the drive shaft is to be 
inserted, 

As short a length as is reasonably possible then, 
is a goal to achieve in the design of the slip ring assem— 


bly, since the length of the shaft which fits within the 
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tunnel 1s 9iaxca. 

Slip rings of Lebow manufacture are recommended. The 
Model 6116-8 unit is eeonnenaed over the Model 6105-8. The 
units are similar except for price, diameter of the rotating 
shaft, and length. The Model 6116~8 has 8 slip rings, a 
length of 4 3/8 inches and accomodates a shaft diameter 
equal to 1.5 inches. The Model 6105-8 also has 8 slip 
rings, but is 5.06 inches long and accomodates a shaft dia- 
meter of 1.0 inches. However, the Model 6105-8 is $180 
eneaper. } 

Two units with 8 slip rings each are recommended. Four- 
teen rings are required, but since slip ring sets come in 
multiples of four, two extra leads are incorporated into the 
Signal cable, Custom order slip ring sets with up to 20 


rings are available, but at a premium price. 


| cs sur a se 
— 


r— > > 
SIGNAL LEADS 


SLIP RING SUB ASSEMBLY | 


FIGURE F-2 


F-11 





rie proposed method of using the slip rings is shown 
in Figure F-2. Dimensional constraints are that the length 
L must be less than 22 inches and that the eccess distance 
A must be sufficient to solder the signal leads to the slip 
ring terminal posts. Another important concern is the task 
of feeding the signal leads through the slip ring shaft 
and out through the drilled holes. Accomplishing this 
feat with a small diameter a heKer Will be difficult at best. 

For this reason, as well as the length savings, the 
Model 6118-8 units are recommended. The extre one~half 
inch of shaft 0.D. will permit a larger shaft I.D. and 
larger holes through which to feed the cable leads. 

Four staggered holes are recommended, two for each 
slip ring set. Spacing between them should be such that 
they do not lie on the same 45 degree helical line in 
order to avoid drilling one hole in the torsion induced 


Stress field of another, 
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